False negative results in glaucoma detection with Heidelberg Retina Tomograph II by Deghislage, Catherine et al.
© 2008 Deghislage et al, publisher and licensee Dove Medical Press Ltd. This is an Open Access 
article which permits unrestricted noncommercial use, provided the original work is properly cited.
Clinical Ophthalmology 2008:2(1) 153–157 153
ORIGINAL RESEARCH
False negative results in glaucoma detection 
with Heidelberg Retina Tomograph II 
Catherine Deghislage
Lidwine Van Malderen
Thierry G Zeyen
Department of Ophthalmology, 
University Hospitals, Leuven, B-3000, 
Belgium
Correspondence: Thierry G Zeyen
Dept. of Ophthalmology, University 
Hospitals of Leuven, Kapucijnenvoer 33, 
B-3000 Leuven, Belgium
Tel +32 1633 2385
Fax +32 1633 2367
Email thierry.zeyen@uz.kuleuven.ac.be
Purpose: To evaluate the rate of false negative results with the Heidelberg Retina Tomograph 
(HRT II) in a glaucoma practice.
Design: Cross-sectional study.
Methods: We analyzed the HRTs taken between October 2002 and October 2003 in our glau-
coma clinic, and selected the patients who had a good quality image (SD   40 μ) with a normal 
Moorﬁ  eld’s Regression Analysis (MRA). A masked independent observer classiﬁ  ed those patients 
as normal, glaucoma suspect, or glaucomatous on the basis of optic disc stereo photos (ODP) 
and at least 2 consecutive reliable automated perimetries. The diagnosis of glaucoma was based 
on a glaucomatous optic disc with a congruent, reproducible visual ﬁ  eld defect.
Results: Four hundred and ﬁ  fty patients who had undergone an HRT examination were ana-
lyzed. One hundred and nine patients had an HRT classiﬁ  ed as normal on the MRA, and a good 
quality image. Fifteen of those 109 patients (13.7%) were classiﬁ  ed as glaucomatous on the 
basis of an abnormal ODP with corresponding visual ﬁ  eld defect. Seven (6.4%) patients were 
classiﬁ  ed as glaucoma suspect.
Conclusion: Fourteen percent of glaucoma patients with glaucoma remained undetected with 
the HRT II Moorﬁ  eld’s regression analysis as a sole means to detect glaucoma.
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Introduction
Changes in the structural appearance of the optic nerve head and retinal nerve ﬁ  bre 
layer (RNFL) often precede the development of visual ﬁ  eld loss in glaucoma. Therefore 
detection of optic nerve head and RNFL damage is crucial for the diagnosis of glaucoma 
in its early stages (Zeyen et al 1993; Sanchez-Galeana et al 2001; Kass et al 2002).
Until recently, structural evaluation of glaucomatous damage has been subjective, 
with primarily qualitative descriptions of changes. In a clinical setting, ophthalmoscopy 
is the most frequently used method, but it has only a moderate interobserver agreement 
(Tielsch et al 1988; Lichter 1997).
Stereoscopic biomicroscopy and optic disc photography are widely used, but are 
also associated with a considerable intra- and interobserver variability, mostly based 
on the examiner’s experience (Ikram et al 2002; Miglior et al 2002).
New methods such as confocal scanning laser ophthalmoscopy, scanning laser 
polarimetry, and optical coherence tomography have been developed in the last decade 
to provide real-time, objective and quantitative information of the optic nerve head 
and RNFL.
Confocal scanning laser ophthalmoscopy is a technology that uses the different 
properties of light and characteristics of retinal tissue to obtain the necessary measure-
ments. The Heidelberg Retina Tomograph (HRT II, Heidelberg engineering, Heidelberg, 
Germany) has been widely investigated as a research tool in the imaging of the optic 
nerve head and its method of analysis has been described elsewhere (Kamal et al 1999; 
Medeiros et al 2004).Clinical Ophthalmology 2008:2(1) 154
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It has been shown to detect glaucomatous optic nerve 
damage with clinically signiﬁ  cant sensitivity and speciﬁ  city 
(Wollstein et al 1998; Gordon et al 1999; Sanchez-Galeana 
et al 2001). The HRT classiﬁ  cation of the optic disk, that was 
used, is based on the Moorﬁ  eld’s Regression Analysis (MRA), 
one of the most used analysis tools included in the HRT soft-
ware. The MRA classiﬁ  cation takes into account the global 
and sectorial rim area corrected for the global and sectorial 
disk area. Furthermore, it uses the classiﬁ  cation of normal, 
borderline and outside normal limits (Miglior et al 2003).
The HRT could be used for glaucoma detection provided 
the rate of false negative (FN) results (a negative test result 
while disease is present) is not too high. In this study we 
sought to determine the rate of FN results with the HRT II 
in a glaucoma practice.
Design
Cross-sectional study performed in one glaucoma clinic.
Materials and Methods
We analysed all HRT examinations consecutively taken 
between October 2002 and October 2003 in our glaucoma 
clinic and selected the patients who had a good quality 
image (Standard deviation (SD)   40 μ) with a normal 
MRA. All images were obtained by the same operator. Only 
one randomly selected eye per patient was included in our 
study group.
An experienced, masked independent observer classiﬁ  ed 
patients as normal, glaucoma suspect, or glaucomatous on 
the basis of optic disc stereo photos (ODP) and at least 2 
consecutive reliable automated perimetries taken within 6 
months of the ODPs. The diagnosis of glaucoma was based 
on a glaucomatous optic disc with a corresponding, reproduc-
ible visual ﬁ  eld defect.
Our study was not approved by an ethic committee.
Instrumentation
The HRT II
The HRT II is a confocal scanning laser ophthalmoscope that 
uses a 670 nm wavelength diode laser and therefore does not 
require dilation. The laser beam is scanned across the retina in 
x and y directions. This confocal scanning technique uses the 
pinhole principle focusing for both incoming and outgoing 
laser beam. Thus, only light reﬂ  ected at or near the adjusted 
focal plane is detected and contributes to the image. The 
topographic image is derived from multiple optical sections 
at consecutive focal depth planes. Each image consists of 
numerous pixels, with each pixel corresponding to the retinal 
height at its location. By color coding the area of depression 
and elevation, the HRT II provides a 2-dimensional represen-
tation. Tracing the contour line was the only subjective step 
and was performed masked from diagnosis. After deﬁ  nition 
of the optic contour line, the 14 stereometric parameters, a 
comparison to previous examinations and to the normative 
database are presented (Zeyen et al 1993).
To properly classify the optic disk, the HRT II uses the 
MRA approach. It has the advantage of adjusting the global 
and sectorial rim areas for disc size and age to improve speci-
ﬁ  city and to allow for the assessment of regional damage. 
Regional damage is assessed by dividing the optic nerve head 
into 6 sectors (nasal, supranasal, supratemporal, temporal, 
infratemporal, and inferonasal). Compared to those in a nor-
mal database using MRA, these sectors are classiﬁ  ed into 1 
of 3 categories (within normal limits, borderline, or outside 
normal limits) (Miglior et al 2003).
Brieﬂ  y, this classiﬁ  cation is performed as follows: the 
rim and disc area for each sector are compared with those 
in a normal database and the sectors are then classiﬁ  ed 
depending on the patient’s age and the overall size of the 
optic disc. The analysis provides a predicted value and an 
actual value for the rim area of each of the 6 sectors. If the 
percentage of the rim area is larger than or equal to the 95% 
age-dependent conﬁ  dence interval/limit, then the sector is 
classiﬁ  ed as being within the normal limits. If the percentage 
of rim area is between 95% and 99.9% conﬁ  dence interval, 
then the respective sector is classiﬁ  ed as borderline. Finally, 
if this percentage is lower than the 99.9% conﬁ  dence limit, 
the sector can be classiﬁ  ed as outside the normal limits.
Furthermore, the MRA provides results for the global rim 
area as well as a ﬁ  nal classiﬁ  cation. A normal classiﬁ  cation 
requires the MRA of all sectors and the global rim area to 
be within the normal limits (Mikelberg et al 1995; Wollstein 
et al 1998).
Visual ﬁ  eld testing
Visual ﬁ  eld testing was performed with the Humphrey Field 
Analyser (HFA), program 24–2, SITA standard strategy or 
the Octopus 301, program G1 (30°), dynamic strategy.
All patients required at least two consecutive reliable 
visual ﬁ  elds tests performed with the same perimeter (and 
strategy). Reliability criteria applied were ﬁ  xation losses less 
than 30% (Heijl- Krakau method) for HFA and false-positive 
responses less than 20%, and false-negative responses less 
than 30% for both HFA and Octopus(Zeyen 1997).
Glaucomatous visual ﬁ  eld loss was considered signiﬁ  cant 
when there was an abnormal Glaucoma Hemiﬁ  eld Test on two Clinical Ophthalmology 2008:2(1) 155
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consecutive examinations (for the HFA) or in the presence 
of 3 identical contiguous test locations, not contiguous 
with the blind spot, on two consecutive examinations, with 
p   5% probability of being normal (one of which should 
have p   1%) for both HFA and Octopus (Flammer 1986; 
Asmann et al 1992; EGS 2004).
Stereoscopic colour optic nerve head photographs
In one visit, patients underwent HRT imaging and had 
standard stereoscopic colour optic nerve head photographs 
taken. These were taken by the same operator with the Kowa 
Mydriatic camera at a 20° setting after maximal dilatation. 
Two sequential photographs were taken per eye, with a 
lateral shift in camera position to obtain a stereo effect. All 
photographs were analyzed by one experienced clinician 
using a stereoscopic viewer. The clinician was masked from 
the patient’s data. Deﬁ  nition of glaucomatous damage was 
based on focal or diffuse narrowing of the neuroretinal rim 
(EGP 2003).
The diagnosis of glaucoma was based on a glaucomatous 
optic disc with a corresponding, reproducible visual ﬁ  eld 
defect. HRT examinations, ODPs and visual ﬁ  eld exami-
nation were performed within a maximum interval of six 
months.
Glaucoma suspects were deﬁ  ned as patients with nor-
mal optic disk and abnormal visual ﬁ  eld and patients with 
abnormal optic disk compatible with glaucoma and a normal 
visual ﬁ  eld.
Results
Four hundred and ﬁ  fty HRT examinations of good quality, 
taken between October 2002- October 2003, were analysed. 
After the exclusion of eyes classiﬁ  ed as abnormal on the 
MRA, 109 (65 women, 44 men) patients were included for 
analysis.
The median age was 61.45 years (range 29–83 years) 
(Table 1).
Fifteen (13.7%) of those 109 patients were diagnosed as 
glaucomatous on the basis of an abnormal ODP with match-
ing visual ﬁ  eld defect. Results were summarized in a ﬂ  ow 
diagram (Figure 1). Figure 2 shows one of the 15 patients. 
Of those 15 patients 9 had focal rim loss and 6 had diffuse 
rim loss on optic disc stereo photos. Seven (6.4%) patients 
were diagnosed as glaucoma suspect (Figure 2).
Octopus visual ﬁ  eld testing was performed in 52 of the 
109 eyes, HFA examinations were performed in 61 of the 
109 eyes. The severity of visual ﬁ  eld loss in the FN group 
was characterized by a mean deviation of −6.0 (range −0.11 
to −16.9). In the glaucoma suspect group the mean deviation 
was −6.1 (range 0.91 to −18.15).
Discussion
In patients with glaucoma, optic nerve head modiﬁ  cations 
often precede glaucomatous visual ﬁ  eld alterations. To detect 
glaucoma it seems therefore appropriate to use digitalized 
imaging capable of detecting glaucomatous optic disc altera-
tions in early stages.
In this study we investigated the diagnostic accuracy of 
the HRT II, particularly in terms of glaucoma detection.
Sensitivities and specificities have commonly been 
reported as reliable parameters to evaluate the diagnostic 
precision of devices in studies. However, their clinical util-
ity is limited.
They reﬂ  ect the probability that a particular test result 
is positive or negative given the presence (sensitivity) 
or absence (speciﬁ  city) of disease (Jaeschke et al 1994; 
Gallagher 2003; Moons et al 2003). We preferred to look at 
the rate of FN results relevant in daily practice. In glaucoma, 
a disease with a relatively low incidence in which symptoms 
appear late, it is important not to miss the diagnosis. Hence 
a low FN rate is required.
Table 1 Summary of patient characteristics
  109 patients included for analysis
Sex: 
 -Women  65
 -Men  44
Mean Age:  61.45 (range 29–83) years
109 patients with normal
MRA analysis
n = 109 
450 examinations of 
good quality.
n = 450 
341 patients excluded
n = 341
88 patients excluded
n = 88 
7 glaucoma suspect
based on VF, ODP
n = 7 (6,4%) 
15 glaucoma based on
VF, ODP
n = 15 (13,7%) 
Figure 1 Results.Clinical Ophthalmology 2008:2(1) 156
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In the literature the rate of FN results varies between 14 
and 26%. Wollstein, Mikelberg, Miglior, and their colleagues 
reported FN rates of 15.7%, 16%, and 26%, respectively when 
glaucoma suspects were excluded (Mikelberg et al 1995; 
Wollstein et al 1998; Miglior et al 2003). Kesen and colleagues 
(2002) and Ford and colleagues (2003) found FN rates of 14% 
and 22%, respectively when glaucoma suspects were counted 
as positive results. Those rates are in the same range of the 
FN results of our study: 13.7% when glaucoma suspects are 
excluded, and 20.1% when glaucoma suspects are included.
Most of our glaucoma patients with FN results (9/15) 
had localized rim loss on stereo photos. It may be that those 
patients would have been detected with the new software for 
the HRT, Advanced Glaucoma Analysis 3.0, which includes 
a larger normative database and new data analysis tools such 
as the Glaucoma Probability Score (GPS).
There are some weaknesses in the methodology of the 
present study. Firstly, only two consecutive visual ﬁ  elds were 
considered for the diagnosis of glaucoma whereas for most 
randomized clinical trials, as the Ocular Hypertension Treat-
ment Study (Greaney et al 2002) or the European Glaucoma 
Prevention Study (2005), at least three consecutive visual 
ﬁ  eld examinations were required. We might therefore have 
overestimated the number of glaucoma patients.
The second weakness in our study is that it was conducted 
in a referral centre, with a large number of glaucoma patients. 
In general practice the number of glaucoma patients would 
be lower and therefore the rate of false negative results might 
be lower as well.
Finally, we did not consider the rate of false positive 
results which reﬂ  ects over-screening and leads to an unneces-
sary work-up to rule out the diagnosis.
Although one single test does not presently ideally identify 
glaucomatous damage, disc examination is probably the best 
single test for glaucoma detection. Our relatively high rate 
of FN results with the HRT II MRA to screen for glaucoma 
Figure 2 Example of false negative result. HRT with normal MRA analysis, but glaucomatous cupping on ODP with corresponding visual ﬁ  eld defect on automated perimetry.
Abbreviations: HRT, Heidelberg Retina Tomography; MRA, Moorﬁ  elds regression analysis; ODP, Optic Disc Photograph.Clinical Ophthalmology 2008:2(1) 157
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can probably be reduced by combining this examination with 
a functional detection test that is easy to perform and can 
detect abnormalities in an early stage, such as the Frequency 
Doubling Technology (Brusini et al 2006).
In conclusion, 13.7% of glaucoma patients remain unde-
tected with the HRT II MRA alone to detect glaucoma.
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